monitoring up to 4 weeks improves the detection of cardiac arrhythmias such as paroxysmal atrial fibrillation by a factor of more than five (Gladstone et al., 2014) . Similarly, the yield of short-term Holter monitoring in patients with syncope may be as low as 1%-2% thus urging the recent guidelines to rather recommend the use of longerterm ECG monitoring devices (Brignole et al., 2018) . In addition, most devices have a limited number of leads (e.g., 1-3) which can be sufficient to capture and interpret the cardiac rhythm. A higher number of recording leads (up to 12-leads as in a standard ECG), however, offer a greater value to localize cardiac arrhythmias, to monitor complex cardiac arrhythmias, or to analyze cardiac repolarization.
During the last years, a number of new devices have been designed and proposed for continuous non-invasive ECG monitoring. A first category of portable devices measures a surrogate of cardiac activity (e.g., pulse rate with photoplethysmography or recorders with inner electrodes) to identify irregular beats as a potential marker of cardiac arrhythmias and then send the information through wireless transmitters such as smartphones (Bruce et al., 2016; Gropler, Dalal, Hare, & Silva, 2018; Tabing, Harrell, Romero, & Francisco, 2017; William et al., 2018) . These devices have been demonstrated to provide good quality single-lead ECG signal and have good accuracy to detect pulse irregularities (Taggar, Coleman, Lewis, Heneghan, & Jones, 2016) . As they rely on commercially available consumer devices, they would thus appear as particularly suitable for population-based screening of arrhythmias (Haberman et al., 2015; Turakhia et al., 2019) . A second category of devices uses conductive textile electrodes that are inserted in a garment thus providing great promise to perform continuous and comfortable ECG monitoring in everyday life. Single-lead ECG monitoring with textile electrodes was recently reported as providing high signal quality for adequate rhythm analysis (Balsam et al., 2018; Pagola et al., 2018; Steinberg et al., 2019; Tsukada et al., 2019) .
We report the evaluation of ECG signal quality measured on healthy subjects with a novel smart 12-lead ECG acquisition T-shirt as compared to a 12-lead Holter recording.
| ME THODS

| Study design
We performed a prospective, monocentric, open-label study in healthy subjects (clinicaltrials.gov NCT 03725462). To be enrolled, subjects had to be older than 18 years and without any personal 
| Smart ECG acquisition T-shirt
Cardioskin™ is a smart garment constituted with 13 textiles electrodes for ECG recording, a battery and a wireless recorder, built under the international standard IEC 60601-2-47. The electrodes and wires are fully embedded in the garment and positioned as defined by 15-lead standard ECG (Figure 1a ,b). The electrodes are made of silver yarns and of hydrogel pads that release water vapor in order to moisture the skin to get a better electrophysiological signal ( Figure 1c -e). This smart T-shirt is a CE-marked medical device that can thus monitor ECG on 15 leads, which represent a higher number than offered by the comparator (e.g., 12-lead Holter recording). For this reason, the ECG recording with the smart T-shirt was limited to 12 leads by deactivating ECG signal capture on posterior leads (corresponding to V7, V8, V9 leads on a standard ECG). The smart T-shirt sizes were selected according to the underbust size (i.e., the measure around the chest just below breast).
| Evaluation of ECG signal quality
For both techniques and for each position, the high pass and low pass filters used for ECG signal processing were respectively 0.05 Hz and 25 Hz for Holter and 0.04 Hz and 51.58 Hz for the smart T-shirt.
ECG tracings of 10 s were extracted at random and then assessed for quality by three independent cardiologists. Each expert used a pre-specified binary questionnaire to first evaluate three criteria regarding ECG patterns as follows:
• 
| RE SULTS
A total of 30 healthy subjects (21 males, 9 females) were enrolled in the study, and ECG recordings were available for all participants, for both techniques and for all positions. The mean age was 29.5 ± 7.8 years and was not significantly different between genders (30.2 ± 8.5 years for men vs. 27.8 ± 6.2 years for women, p = .39). The mean underbust size was 91.2 ± 13.6 cm, ranging from 67 cm to 124 cm, corresponding to anticipated sizes in a healthy subject population.
For all three resting conditions, the distinction of a sinus rhythm was possible for all recording obtained with both techniques (Figure 2 ).
The distinction of p waves, R peaks, and R interval was seen on all ECG tracings with both techniques. The isoelectric line was found stable and correctly denoised on 99.9% ECG records performed with the smart T-shirt, and on 96.7% of the Holter recordings (p = NS). Figure 3 shows representative ECG signal obtained with the smart T-shirt in standing rest in two different subjects (male and female).
For both techniques, the quality of ECG patterns as well as the overall ECG signal quality was lower in walking conditions. Exercise was notably associated with higher difficulties to distinguish p waves with both techniques (46.7 ± 50.7% with smart T-shirt vs. 53.3 ± 50.7%
with Holter, p = .60). Under these conditions, the smart T-shirt was associated with statistically significant lower rates of finding a stable and denoised isoelectric line (6.7 ± 25.4% with smart T-shirt vs.
36.7 ± 49.0% with Holter, p = .01), but despite this higher noise, the R peaks and RR intervals were detectable in 86.7 ± 34.6% with smart Smart T-shirt Holter
Positions :
T-shirt versus 83.3 ± 37.9% with Holter (p = .71). Overall, difficulties in identifying sinus rhythm on the ECG strips were largely driven by the difficulties to detect p waves, and the final appreciation of cardiac rhythm in walking conditions was comparable between both techniques (46.7 ± 50.7% with smart T-shirt vs. 53.3 ± 50.7% with Holter, p = .60). Figure 4 shows a representative ECG recording obtained with both methods during walking.
We further looked to the agreement between both techniques (Table 1 ) and found that, under walking conditions, there was no significant advantage for one technique over the other. Both techniques concordantly provided low-or high-quality scores for 18 subjects, while ECG recordings for the 12 other subjects were randomly better with one or the other technique (5 vs. 7 for smart T-shirt vs.
Holter, p = .26). 
| D ISCUSS I ON
Since their first report, smart textiles are considered strategic to reduce morbidity and health care costs associated with cardiovascular disorders (Lymberis & Olsson, 2003) . Indeed, smart garments can integrate multiple conductive textile electrodes and provide great promise to perform continuous and comfortable ECG monitoring. We report the first results of a novel smart Tshirt (Cardioskin™) that integrates a high number of electrodes to provide a 12-lead ECG recording. The electrodes were positioned in the T-shirt in order to mimic the typical pattern obtained with a standard 12-lead ECG machine. This pilot study thus establishes the feasibility of generating such a device for ECG monitoring and shows that the signal quality and measures obtained with the smart T-shirt were comparable to Holter recordings in the 4 different studied positions. The signal quality was remarkably excellent in all resting conditions, indicating the efficiency of textiles electrodes to conduct ECG signal, their correct positioning and the overall ability of this smart T-shirt to perform a wireless ECG recording. We notably did not observe any important differences between genders. In addition, all measured parameters were comparable to the ones obtained with the holter ( Table 2) , indicating that monitoring of main ECG parameters (notably the length of QT interval) is feasible with the smart T-shirt.
Using a smart garment may thus represent a relevant solution to perform long-term ECG recordings while avoiding the usual Holter limitations. Holter monitors are ambulatory devices used to capture ECG on short periods (typically 1-2 days). They are small and portable but require the use of skin electrodes connected with long cables, which are perceived as uncomfortable and prone to misconnections. In addition, Holter represents a relative discomfort that may limit patients in their daily activities. Prolonged monitoring with conventional Holter systems is also limited by potential skin reaction (Tu, Spence, Kalman, & Davis, 2014) . The smart T-shirt we studied here could thus represent a potential significant advance for ECG Note: Values are presented as mean ± SD. N = 30 per group except for walking conditions (n = 14 for the smart T-shirt and n = 16 for Holter). All statistical comparisons were non-significant.
recordings by combining quality ECG signals and comfortable wireless and wearable ECG recorder.
The signal quality was significantly decreased during exercise, however, with both techniques. As electrodes were different with both techniques, the similar decrease in quality was more likely due to body movements and capture of skeletal muscle activity.
Our study thus shows that ECG recording during exercise is more complicated. Consequently, an increase in comfortability with smart garments could also lead to an increase in patient's activities in their daily life thereby impacting the overall quality of recording. This issue deserves further investigations.
Another solution for long-term ECG monitoring relies on the subcutaneous implantation of insertable cardiac monitors. These subcutaneous devices can perform ECG recording for up to 3 years with a low rate of noise burden (Reinsch et al., 2018) . These devices have been studied and proved useful in selected cases of unexplained syncope and palpitations, as well as in atrial fibrillation management (Giancaterino, Lupercio, Nishimura, & Hsu, 2018) . Smart garments, such as the one studied here, could appear as a non-invasive alternative on the future but the relative indications of both types of devices remain to be determined.
As a pilot study, we first assessed ECG signal quality in short captions (e.g., 3 min) and whether using a smart T-shirt is an appropriate solution to enable long-term ECG recordings now remain to be demonstrated. In addition, we here performed a study in healthy subjects with normal sinus rhythm. The yield of the smart T-shirt to detect and diagnose cardiac arrhythmias in patients also remains to be demonstrated. Other devices have recently been tested to detect frequent arrhythmias such as atrial fibrillation in a large number of patients (Pagola et al., 2018; Tabing et al., 2017; Turakhia et al., 2019; William et al., 2018) . However, none of these devices have achieved routine clinical use for the ECG recording. In addition, and to the best of our knowledge, none of these solutions provide a full-ECG recording as proposed by this smart T-shirt. Finally, the smart T-shirt is made in a flexible textile so that it can adapt to different morphologies. The ECG signal quality was here assessed in healthy subjects, and further studies are required to evaluate the smart T-shirt in subjects with extreme body shapes.
In conclusion, a smart T-shirt constituted with 13 textiles electrodes allows short-duration 12-lead ECG acquisition with quality levels comparable to Holter recordings. This novel device should now be evaluated for long-term non-invasive ECG monitoring.
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